[Assurance of accuracy in measurement of the flicker fusion frequency].
The instrumental errors of the devices for measuring the flicker frequency and period are calculated. The errors in the measurement of the period are shown to be several times lower than the errors in the frequency. It is suggested to determine the flicker fusion frequency as the inverse of the measured period.